A new dry chemistry immunoassay: comparison with a fluorescence polarization system.
A new dry chemistry fluorescence immunoassay has been recently developed for therapeutic drug monitoring. In the present study we compared this new assay with a fluorescence polarization immunoassay. The drugs tested were carbamazepine, phenobarbital, phenytoin, theophylline and valproate. An high degree of correlation (coefficients ranging from 0.95 to 1.00) was obtained for all drugs tested.